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Elasticity imaging is a reconstructive imaging technique where tissue motion in response to mechanical excitation is measured
using modern imaging systems, and the estimated displacements are then used to reconstruct the spatial distribution of Young’s
modulus. Here we present an ultrasound elasticity imaging method that utilizes the model-based technique for Young’s modulus
reconstruction. Based on the geometry of the imaged object, only one axial component of the strain tensor is used. The numerical
implementation of the method is highly eﬃcient because the reconstruction is based on an analytic solution of the forward elastic
problem. The model-based approach is illustrated using two potential clinical applications: diﬀerentiation of liver hemangioma
and staging of deep venous thrombosis. Overall, these studies demonstrate that model-based reconstructive elasticity imaging can
be used in applications where the geometry of the object and the surrounding tissue is somewhat known and certain assumptions
about the pathology can be made.
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1. INTRODUCTION
Elasticity imaging or elastography is a method to remotely
estimate elastic properties of biological tissues [1–4]. One of
the approaches in elasticity imaging is based on the measure-
ment of local tissue deformation as tissue responds to ex-
ternal or internal quasi-static mechanic loading. Ultrasound,
MRI, or other methods can be used to measure the resul-
tant internal tissue motion. Using inverse problem formula-
tions, the elasticity (Young’s modulus) distribution is evalu-
ated based on the distribution of the strain tensor compo-
nents. Initially, elasticity imaging was focused on the non-
invasive cancer diagnosis, but then the approach proved to
be useful in various other applications including detection of
atherosclerotic plaques [5, 6], corneal refractive surgery [7],
cardiac strain imaging [8], muscle biomechanics [9], and so
forth.
Once the internal tissue motion is measured, the strain
image in the tissue can be produced. Usually hard tissue re-
gions are less deformed in comparison with soft regions and,
therefore, contrast in strain images is inﬂuenced by the tis-
sue elasticity. However, the strain ﬁeld depends not only on
the elastic distribution, but also on global boundary condi-
tions which can be very complicated in real tissues. As a re-
sult, the relationship between strain image and elasticity dis-
tribution in tissue is not straightforward and reconstruction
of Young’s modulus is required to determine tissue elasticity
quantitatively.Elasticmodulusreconstructioninaninhomo-
geneousmaterialusingremotemeasurementsofinternaldis-
placements can be posed in a number of ways [10–18]. These
approaches can be generally grouped into two categories: di-
rect and indirect (model-based) reconstruction techniques.
If all necessary components of the internal displacement
vector and strain tensor are available at any point within
the object, then reconstruction algorithms based on the
mechanical equilibrium equations can be used to describe
the unknown distribution of Young’s or shear modulus—
these techniques, therefore, belong to direct reconstruction2 International Journal of Biomedical Imaging
methods.Unfortunately,indirectreconstructionmethods,it
is often diﬃcult to formulate and solve the inverse problem
for an arbitrary geometry and elasticity distribution. How-
ever, if any prior knowledge or assumptions about the geom-
etry of the object and boundary conditions can be made, the
inverse problem can be solved by using repeated solutions
of forward problems with adjusted elasticity parameters. In-
deed, if elasticity variations of the object within the region of
interest can be modeled based on the object geometry or any
other assumptions, then a model-based reconstruction can
be performed. Therefore, the model-based elasticity imag-
ing methods could be useful in applications where the exis-
tence of the pathology is already determined from the imag-
ing study and pathology characterization rather than detec-
tion is required. In such cases, the approximate location and
geometry of the pathology is known and certain assumption
about tissue elasticity distribution can be made. Note here,
that both direct and model-based approaches provide infor-
mation only about relative elasticity distribution. For abso-
lute Young’s modulus reconstruction, either reference point
or measurements of stress are required.
Ultrasound is widely used in elasticity imaging since mo-
tion of the speckle can be tracked over large range of tis-
sue deformations. However, the accuracy of the lateral dis-
placement estimates is less accurate than axial component
of the displacement vector. Indeed, for an ultrasound sys-
tem, the resolution of axial displacement is limited primarily
by the frequency bandwidth of the transducer, and the lat-
eral resolution is determined by the width of the ultrasound
beam [19, 20]. Since all displacement components and spa-
tial derivatives are needed in direct reconstruction methods,
the anisotropy in the accuracy of the displacement vector
measurements is an additional source of noise in elasticity
images. In contrast, model-based approaches can be formu-
lated using only axial component of the displacement vector
to insure that the quality of Young’s modulus reconstruction
is independent from the quality of lateral motion tracking.
Here we present the model-based elasticity imaging ap-
proach illustrated using two potential clinical applications:
characterization of liver hemangiomas and diﬀerentiation
of deep venous thrombi (DVT). For liver hemangioma, the
spherical symmetry of the lesion was assumed, and for DVT
a blood clot was described as a cylindrically symmetry ob-
ject.Inbothcases,theexternalsurfacedeformationswereap-
plied during continuous ultrasound imaging, and the mea-
surements of tissue motion were performed using block-
matching cross-correlation technique. Based on the mea-
sured strain images, the Young’s modulus was reconstructed.
These studies demonstrate that model-based reconstructive
elasticity imaging can be used in applications where the ge-
ometry of the object and the surrounding tissue is assessable
and certain assumptions about the pathology can be made
from the ultrasound images.
2. THEORY
The model-based elasticity reconstruction technique is per-
formed in two successive steps. First, the analytical solution
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Figure 1: Schematic representation of the deformation model.
(x, y) refer to Cartesian system of coordinates and (r,ϕ)r e f e rt o
either cylindrical or spherical system of coordinates. The inhomo-
geneityisapproximatedasalayeredroundobject,wheretheYoung’s
or shear modulus is a function of only the radial coordinate r.
of the forward elastic problem is derived where the displace-
ment and strain ﬁelds are determined based on the spatial
distribution of Young’s modulus in the object and pattern
of externally applied deformation. Second, the inverse prob-
lem is solved iteratively, where the solution of the forward
problem for a modeled object is compared with experimen-
tally measured strains to match the unknown spatial distri-
bution of Young’s modulus in a region of interest (ROI). The
Young’s modulus distribution providing the best agreement
is assumed to describe the distribution of elastic properties
in the region of interest.
2.1. Forwardproblem
The formulation of a forward problem is based on a uniax-
ial deformation of an inﬁnite, incompressible medium with
spherical or cylindrically shaped inhomogeneities. Here, we
consider only incompressible media since most soft tissues
are very close to incompressible materials [21]. The forward
problem is formulated in a spherical system of coordinates
(r,ϕ,θ) for spherical inclusions and in cylindrical coordi-
nates (r,ϕ,z) for cylindrical inclusions. The origins of the
coordinate systems are placed at the centers of the inhomo-
geneities. The polar axis of both systems of coordinates is
along an applied deformation, that is, an angle φ is between
a radius vector and the deformation direction (see Figure 1).
It is assumed that Young’s modulus E(r) is a function of only
radial position. To ﬁnd the solution of forward problem for
arbitrary Young’s modulus E(r)o v e ra nR O I ,w ep r e s u m eSalavat R. Aglyamov et al. 3
that the Young’s modulus is constant within each subinterval
[ri,ri+1], that is, E(r):Ei = const, r ∈ [ri,ri+1], i = 1···N,
where N is the total number of subintervals covering the re-
gion of interest [22]. The displacement vector  U must satisfy
the equations of static equilibrium for isotropic incompress-
ible linear medium on each subinterval [ri,ri+1][ 23]:
μ∇2 U + ∇p = 0, (1)
where p is static internal pressure and μ is shear elastic
modulus. For incompressible media, the shear modulus and
Young’s modulus are related (μ = E/3), and only one mod-
ulus (μ or E)i ss u ﬃcient to describe the elastic properties
of the material. In addition, the incompressibility condition
must be satisﬁed: div  U = 0.
Based on Goodier’s solution [24, 25], we attempt to ﬁnd
the solution of (1) under the assumption of spherical sym-
metry (3D case) in the form
ur =
1
4
Vr(r)

1+3c os(2ϕ)

, uθ = 0,
uϕ = Vϕ(r)sin(2ϕ),
p = P0(r)+P1(r)

1+3c os(2ϕ)

,
(2)
where the displacement vector components are  U = (ur,uϕ,
uθ).
Similarly, solution of (1) under the assumption of cylin-
drical symmetry (2D case) can be found in the following
form:
ur = Vr(r)cos(2ϕ), uϕ = Vϕ(r)sin(2ϕ), uz = 0,
p = P0(r)+P1(r)cos(2ϕ),
(3)
where the components of the displacement vector are  U =
(ur,uϕ,uz).
Using the incompressibility condition, the relationships
between the Vr(r)a n dVφ(r)a r e
Vϕ =−
1
4

2Vr +r
∂Vr
∂r

,f o r 3 D ,
Vϕ =−
1
2

Vr +r
∂Vr
∂r

,f o r 2 D .
(4)
Substituting expressions (2)–(4) into (1) and eliminating the
pressure, we ﬁnd Vr(r):
Vr = ci
1r +ci
2r3 +ci
3r−2 +ci
4r−4,f o r 3 D ,
Vr = ci
1r +ci
2r3 +ci
3r−1 +ci
4r−3,f o r 2 D .
(5)
Arbitrary constants ci
1, ci
2, ci
3, ci
4 vary for each [ri,ri+1]
layer. These unknown constants can be found using bound-
ary conditions and the stress and displacement continuity
conditions at the boundaries of each layer. To satisfy bound-
ary conditions for (1), the displacements ur and uφ must be
zero at r = 0 (the solution is limited at the center of the sys-
tem of coordinates), and must match the strains applied at
inﬁnity. For uniaxial loading, the condition
lim
r→∞
Vr(r)
r
= ε0 (6)
10mm
(a) (b)
Figure 2: Liver hemangioma (a) B-Scan (left) and (b) strain image
(right). The images are 38-mm by 78-mm.
must be satisﬁed, where ε0 is axial strain at inﬁnity. For ho-
mogeneous media, the solution of spherical and cylindrical
problems (5) is the same linear function Vr(r) = ε0·r.
Hence, the solution of (1) for a speciﬁc elasticity distri-
bution can be reduced to the solution of a linear system of
algebraic equations. This fact allows us to simplify and to
speed up the solution of the forward problem and, as a re-
sult, to construct an eﬀective procedure for inverse problem
solution.
2.2. Inverseproblem
The inverse problem was formulated using a Cartesian sys-
tem of coordinates since a linear array ultrasound probe was
used to measure the internal displacements and the ultra-
sound images were inherently obtained in a Cartesian system
of coordinates (x, y,z) as evident from the ultrasound and
strain images presented in Figure 2. Therefore, the analyti-
cal solutions of the forward problems formulated in spher-
ical and cylindrical systems of coordinates were converted
to a Cartesian system of coordinates. By pushing the ultra-
sound transducer against the skin, the external surface de-
formations we applied were such that the ultrasound beam is
along the direction of applied deformation.
In ultrasound strain imaging, the quality of axial strain
estimates (i.e., signal-to-noise ratio and resolution) is higher
than that of other strain tensor components [19, 20]. There-
fore, it is desired to construct the inverse problem solution
using only one experimentally measured axial component of
the strain tensor εyy = ∂uy/∂y,w h e r euy is the axial compo-
nent of the displacement vector in Cartesian coordinates.
Thetheoreticaldistributionofaxialstrainintheregionof
interest can be computed when the following parameters are
known: Young’s moduli over a set of layers, the center of the4 International Journal of Biomedical Imaging
inhomogeneity (x0, y0), and the eﬀective deformation ε0 at
inﬁnity. Using the analytic solution of the forward problem
and having experimentally measured the axial strain com-
ponent, the unknown Young’s modulus Ei can be estimated
by minimizing the error function, that is, the diﬀerence be-
tween experimentally measured and theoretically predicted
axial strains [22]:
δ =
 ε
exp
yy −ε
theory
yy

Ei,ε0,x0, y0
 . (7)
In general, the deformation ε0 and the center (x0, y0)
of the object can be considered unknown and estimated si-
multaneously with the unknown distribution of the Young’s
modulus Ei by minimizing the error function. Alternatively,
the applied deformation ε0 and the center (x0, y0) of the ob-
ject can be derived based on some a priori information.
Hence, elasticity reconstruction reduces to a minimiza-
tion of the error function of (7) with respect to the unknown
elasticitydistribution,thegeometryoftheobject,andthede-
tails of external loading.
To minimize (7), a gradient-based iterative procedure
was implemented [22, 26]. The step size of the gradient
method was chosen based on three estimates of error func-
tion δ. The minimum of the error function was locally pre-
dicted using a second-order polynomial approximation of δ
as a function of the unknown parameters under the restric-
tionofadecreasingerror.Then,agloballinearpredictionfor
all unknowns was used simultaneously to increase the rate
of convergence, that is, iterative step sizes for the gradient
method were chosen taking into account the second-order
polynomial approximation of δ as a function of unknown
parameters. This iterative process does not require any ad-
ditional derivatives of displacement or strain and, therefore,
compared to direct elasticity reconstruction methods, does
not introduce additional noise associated with higher-order
derivatives of the displacement vector and strain tensor com-
ponents. The high computational speed is achieved by us-
ing the analytical solution to calculate forward problem with
only a small number of unknown parameters.
3. ELASTICITY RECONSTRUCTION OF
LIVER HEMANGIOMA
Hemangiomaisthemostprevalentbenigntumoroftheliver,
occurringinupto70%ofthepopulation.Hemangiomascan
vary in size and be as large as several centimeters. These tu-
mors are ﬁlled with vascular channels of various sizes and
mayalsocontainﬁbroustissue.Thrombi(clottedblood)may
be present in the vascular channels. Histologically, the he-
mangioma is characterized by large, thin-walled blood ves-
sels completely ﬁlled with blood [27].
These asymptomatic lesions are often found incidentally
on ultrasound or CT when imaging studies are undertaken
forotherreasons.Oncediagnosed,notreatmentisnecessary,
and only large, symptomatic hemangiomata are treated by
surgical resection. The diagnosis of hemangioma, however,
requires special imaging studies such as nuclear medicine
scans using radioactive technicium tagged red blood cells,
magnetic resonance or dynamic CT scans with contrast.
Liver hemangiomas can be clearly identiﬁed in the ultra-
sound B-Scan image as a hyperechoic region, and the mar-
gins of the tumor are usually well deﬁned. However, routine
ultrasound is suggestive but usually not diagnostic. Many
other tumors in liver, some of which are malignant, may
appear similar on the BScan. Therefore, there is a need to
speciﬁcally diagnose a detected liver mass in the least inva-
sive and most time/cost eﬃcient way available.
In the literature, hemangiomas are often referred to as
soft lesions ﬁlled with blood [27]. Therefore, elasticity imag-
ing may help in the diagnosis of hemangiomas. Indeed, most
solid tumors are usually harder than the background, so he-
mangiomas may be distinguished from other liver tumors
based on their mechanical properties.
To test the hypothesis that elasticity imaging can detect
and diagnose hemangiomas, studies on volunteers with pre-
viously diagnosed hemangioma were performed. All subjects
gave informed consent, and this study was approved by the
University of Michigan Institutional Review Board. In these
experiments, the liver was imaged between the ribs using an
Ultramark-9 ATL scanner with a linear 128-element array
transducer operating at 5MHz. The system was interfaced
with a custom-made circuit board to acquire approximately
120 frames of real-time digital RF signals during 4 seconds.
Within this interval, the array, attached to a deformational
device residing on a clinical trolley (gurney), was pressed
against the body to produce a modest deformation of the
liver. In most experiments, surface deformations did not ex-
ceed 10–12mm, and all volunteers indicated no discomfort
from the applied stress.
Inallexperiments,frame-to-framemotionwasestimated
using a two-dimensional correlation-based phase-sensitive
speckle tracking technique [28]. The 2D displacement was
estimated from the position of the maximum correlation co-
eﬃcient, where the axial displacement estimate was reﬁned
using the position of the phase zero crossing of the analytic
signal correlation. Displacement error was further reduced
by ﬁltering spatially adjacent correlation functions prior to
displacement estimation [28].
The ultrasound B-Scan image of a liver hemangioma is
presented in Figure 2(a). This image is a typical example of
hemangiomas, where the location, margins, and size of the
tumor are clearly identiﬁed. Furthermore, the muscle layers
can be easily recognized at the top. This and other images
in Figure 2 are 38-mm by 78-mm, where the transducer is
located at the top of the image.
The distribution of the normal axial strain (εyy) is shown
in Figure 2(b). This quantitative grayscale image is displayed
from 0 to 10 percent strain, where full black corresponds to
no strain and full white to 10% strain. The tumor is clearly
visible as a low strain region indicating that overall it is
harder than the background tissue.
Similar results were obtained from several other vol-
unteers. The apparent overall hardness of a hemangioma,
inferred from the strain image, is unexpected given the
soft interior of the tumor. However, this result is consis-
tent with information gathered by surgeons in the operating
room—when large, symptomatic hemangiomata are treatedSalavat R. Aglyamov et al. 5
by surgical resection, the intact hemangiomas are felt as hard
lesions. Pressure applied to the hemangioma, however, rup-
tures it, releasing blood as it collapses. Therefore, a heman-
gioma feels hard even it is ﬁlled with blood, which has no or
low-shear elasticity.
In general, a soft, ﬂuid-ﬁlled sack can appear hard if it is
encapsulated by a very hard, thin membrane. If the mechan-
ical properties of the shell are similar to that of the lesion,
the shell itself would not aﬀect the strain pattern. If the shell
is harder than the lesion, however, the strain magnitude in-
side of the lesion is reduced. In fact, for an inﬁnitely hard
and absolutely noncompliant shell, the strain inside of the
lesion vanishes regardless of the internal material properties.
Therefore, it is reasonable to assume that the thin membrane
encapsulating a hemangioma is signiﬁcantly harder than the
lesion’s core, and dominates the overall strain pattern within
the tumor. The mechanical properties of the shell surround-
ing a lesion can signiﬁcantly impact the strain distribution.
In particular, the strain images of a heterogeneous lesion sur-
rounded by a hard shell and a uniform hard inclusion appear
very similar. It may be possible, however, to estimate the le-
sioncompositioninbothcasesusingreconstructiveelasticity
imaging.
For elasticity imaging of hemangiomas, the mapping of
Young’s modulus was performed using two approaches: di-
rect reconstruction and model-based reconstruction. Direct
reconstruction numerically solves the discretized equilib-
rium equations for a plane strain condition [10]. The plane
strain condition is a reasonable approximation for elasticity
imaging of the liver, where deformations are applied through
the rib cage resulting in negligible out-of-plane strains. This
method does not require any a priori knowledge of the ob-
ject, and no other assumptions are made. After deﬁning a
region of interest containing the lesion, the Young’s modulus
distribution is reconstructed relative to the modulus of the
background tissue (i.e., liver).
In model-based approach we assume that the heman-
gioma can be modeled as a spherical object such that the
elastic modulus within the imaging plane is simply a func-
tion of radial position from the center of the tumor. For a re-
alistic tumor, this is a reasonable approximation if the tumor
is near no external boundaries. Nevertheless, by assuming a
simplemodelsuchasthis,themodel-basedreconstructionin
the vicinity of the tumor core is far less susceptible to strain
noise compared to direct elasticity reconstruction.
The results of the elasticity reconstruction are presented
in Figure 3.I nFigure 3(a), a 17.5-mm by 17.5-mm region of
interest (ROI) of grayscale ultrasound image containing the
hemangioma is shown. In direct reconstruction method (see
Figure 3(b)), the Young’s modulus along the ROI boundary
was set to unity, resulting in reconstruction of the Young’s
modulus relative to liver. Clearly, the overall hemangioma is
harder than the background tissue, but it has a softer inte-
rior part. This distribution is better depicted in the model-
based elasticity image (see Figure 3(c)), where the softer in-
terior part can be easily identiﬁed. In model-based recon-
struction, the hemangioma was initially modeled as a ho-
mogeneous spherical inclusion, that is, object with one layer
1
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Figure 3:B-Scan(a)andelasticityimagesofhemangiomaobtained
direct method (b) and model-based method (c).
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Figure 4:TheYoung’smodulusdistributions,obtainedusingdirect
and model-based reconstruction methods, are compared along the
horizontal line intersecting the center of the hemangioma.
only. For a given number of layers, the relative Young’s mod-
ulus, the external load ε0 and position of hemangioma center
(x0, y0) were reconstructed by minimizing the error function
(7) across the ROI.
The Young’s modulus distributions along the horizontal
lineintersectingthecenterofthehemangiomaarecontrasted
in Figure 4 indicating reasonable agreement between the two6 International Journal of Biomedical Imaging
diﬀerent reconstruction approaches. In model-based recon-
struction approach, only 12 layers were used to describe he-
mangioma. The results in Figures 3 and 4 correspond closely
to the expected elasticity distribution within the heman-
gioma, where the capsule surrounding the tumor makes the
lesion harder overall. Reconstructive elasticity imaging cap-
tures the complex composition of such tumors.
The results of this study suggest that diagnosis of liver
hemangioma may be possible with reconstructive elasticity
imaging. Strain imaging by itself may not be suﬃcient to dif-
ferentiatehemangiomafromothertypesoflivertumorssince
all lesions overall can produce somewhat similar strain im-
ages. In contrast, the reconstructed elasticity map may cap-
ture the critical diﬀerences between the tumors.
4. ELASTICITY RECONSTRUCTION OF
DEEP VEIN THROMBOSIS
The leading cause of preventable in-hospital mortality in the
USA and other developed countries is pulmonary embolism
(PE), which is one of the complications of deep venous
thrombosis [29]. DVT occurs when the blood clot forms in-
side a deep vein (commonly located in the calf or thigh) and
either partially or completely blocks the ﬂow of blood in the
vein. In pulmonary embolism, a portion of the thrombus de-
taches from the vessel wall and travels through the veins into
the lung. When large emboli lodge in the main pulmonary
artery, pulmonary embolism can quickly become fatal. The
level of pulmonary embolism risk and DVT treatment de-
pend on the age of the clot (in this paper, we often refer to
DVT as blood clot). For an acute thrombus, the patient is at
a higher risk of the clot breaking oﬀ and becoming an em-
bolus. This patient is treated with heparin followed by oral
anticoagulants. Patients with chronic DVT are treated with
either oral anticoagulants, coumadin, alone, or no treatment
[30]. Because the risk of bleeding is higher with heparin than
with coumadin, one would like to avoid the use of heparin
if at all possible [31]. Therefore it is clinically important to
distinguish between acute and chronic DVT.
Both magnetic resonance imaging (MRI) and duplex ul-
trasound can tell whether a thrombus is present [32, 33].
The problem is that while these technologies can identify the
blood clot in the vein, they cannot determine its age. Stud-
ies suggest that elastic properties of clot can be used to de-
termine DVT maturity [22, 34–41]. This is based on the as-
sumption that the Young’s modulus of a thrombus changes
monotonically with ﬁbrin and collagen concentration. Since
both the ﬁbrin and collagen content of a thrombus increase
over time, DVT hardens with age. Consequently, remote es-
timation of the elastic properties of a thrombus can become
an important clinical tool to age DVT.
The examination employs real-time B-mode sonography
(2Dgrayscaleultrasoundimaging)combinedwithcolorﬂow
Doppler imaging and compression ultrasound. During the
compression ultrasound, a transverse view of the veins and
arteries of the patient’s leg is imaged. The operator period-
ically pushes on the surface of the leg to deform the under-
lying tissue including vein and artery. If the vein does not
deform while the adjacent artery does, the clot is suspected
[33]. Since compression ultrasound already has all of the es-
sential ingredients of elasticity imaging (i.e., external defor-
mation of the object during continuous ultrasound imag-
ing), elasticity imaging is a simple addition to the existing
procedure of DVT diagnosis [36].
Animal studies were performed using a rat model of
stasis-induced-venous thrombosis [37, 38, 42, 43]. The pro-
tocol was approved by the University of Michigan Commit-
tee on the use and care of animals and strictly complied with
the National Institutes of Health Guide for the care and use
of laboratory animals. A group of ﬁve rats were used in this
studyalthoughonlyfouranimalsdeveloped thrombi.Onthe
ﬁrst day, all rats underwent surgery to initiate thrombus for-
mation in the inferior vena cava (IVC). As the animals de-
veloped thrombi, which changed progressively from acute to
chronic stages [42], each rat was imaged on days 3, 4, 5, 6, 7,
8, and 10.
All experiments were performed using a Siemens “Ele-
gra” ultrasound scanner with a linear 12MHz array trans-
ducer (VFX13-5). First, the IVCs were scanned in transverse
and longitudinal orientations using color Doppler mode
to determine thrombus location and ﬁnd the best possible
probe position on the rat’s abdomen. Next, the transducer
itself was used to compress the rat’s abdominal wall and un-
derlying tissue in a transverse orientation. It was attached to
a manual deformation device to achieve continuous com-
pression. The deformation lasted approximately 6seconds,
whilephasesensitiveultrasoundframeswerecollectedinreal
time. Consecutive frames were processed oﬄine using a 2D
correlation-based phase-sensitive speckle tracking algorithm
to derive the strain image of the DVT and surrounding tissue
[28] .Ak e r n e ls i z e0 . 6 0 - m ml a t e r a l l yb y0 . 1 7 - m ma x i a l l yw a s
chosen for cross-correlation. The correlation function was
ﬁltered by a Hanning ﬁlter extending 1.20-mm laterally by
0.85-mm axially. Finally, frame-to-frame displacements were
accumulated over a number of frames within the same de-
formation sequence and axial strains were calculated numer-
ically.
An analysis of the B-scan in the thrombus area (see
Figure 5) was the starting point of elasticity reconstruction
for each animal. Based on the ultrasound image, the ROIs
for elasticity reconstruction and the position of the clot cen-
ter (x0, y0) were chosen. Each ROI was selected such that it
included the IVC and a small portion of surrounding tis-
sue (see Figure 6) to minimize elasticity variations of back-
ground tissue. The elasticity reconstruction program creates
relative Young’s modulus images—the stress distribution at
the surfacein response to surface-applieddeformations is re-
quired for absolute reconstruction. Therefore, a vessel wall
was used as the reference material, that is, Young’s modulus
of the vessel wall was assigned unity value.
A slight modiﬁcation of described method was used for
DVT elasticity reconstruction. We assume that the external
load is applied at an angle α relative to the axial direction
of an ultrasound beam. The angle α was added to expression
(7) as a parameter of minimization. The details are presented
elsewhere [22]. Based on the geometry of the thrombus,Salavat R. Aglyamov et al. 7
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Figure 5: Ultrasound B-scan image of rat’s abdomen.
vessel,andsurroundingtissue(Figure 1),theclot-containing
vessel is modeled as a long round cylinder. At the beginning
ofthereconstruction,ahomogeneouscylindricalclotwasas-
sumed. The position of the clot center (x0, y0) was manually
set based on the ultrasound image.
Once the solution for a given number of rings was found,
the number of rings required to represent the object was in-
creased. The previous elasticity distribution and load param-
eters α and ε0 were used (after interpolation) as the initial
point for the next step, where thrombus, vessel wall, and sur-
rounding tissue were approximated using more independent
rings of diﬀerent elasticity. This iterative process was contin-
ued until the diﬀerence between two successive reconstruc-
tions (i.e., Young’s modulus reconstructions for a diﬀerent
numberoflayers)waslessthen2%.IntheﬁnalYoung’smod-
ulusmap,thenumberoflayersrangedfrom30to40depend-
ing on a particular dataset.
A typical B-scan image of a rat’s abdomen with 5-day old
thrombus is shown in Figure 5. This image covers 10-mm
(axial) by 8.5-mm (lateral) region. Using color-ﬂow imag-
ing, the artery adjacent to the IVC was identiﬁed while no
ﬂow was detected in the IVC signaling that the thrombus oc-
cluded the vessel. On the bottom of the B-scan, the anterior
surface of the spine can also be noted. Figure 6 presents the
results of model-based elasticity reconstruction for the same
rat. The 4.5-mm by 4.5-mm elasticity reconstruction region
(Figure 6(a), also outlined rectangular area in Figure 5)w a s
chosen to include the entire IVC, with the clot located in the
center, and a small portion of background tissue. The mea-
sured axial strain image is presented in Figure 6(b).T h i si m -
age is displayed over a 0 to 18% strain dynamic range, where
full white represents no strain, and full black represents a
normal axial strain magnitude of 18% and larger (negative
strain indicates that vein size was reduced vertically during
the deformation).
Once the region of interest was identiﬁed, iterative elas-
ticity reconstruction was performed, where the experimen-
tally measured axial strain distribution ε
exp
yy was compared
with the theoretically predicted axial strain map ε
theory
yy to
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Figure 6: Elasticity reconstruction procedure demonstrated for a
rat with a 5-day old thrombus. (a) A 4.5-mm by 4.5-mm region
of interest (a) was selected for elasticity reconstruction. (b) The
measured axial strain image within selected ROI. (c) Reconstructed
Young’s modulus distribution. (d) Corresponding theoretical axial
strain image.
minimize the error function (7). The resultant Young’s mod-
ulus distribution Ei over a set of rings is presented in
Figure 6(c) where a grayscale map is used to display the rela-
tive Young’s modulus over the 0.5 to 1.0 range. The grayscale
map was selected so that full black corresponds to a relative
Young’s modulus of less than or equal to 0.5, and white areas
represent harder tissue. Finally, Figure 6(d) presents the the-
oreticallypredictedaxialstraindistributioncorrespondingto
reconstructed values of Young’s modulus in Figure 6(c).
The minimization process is illustrated in Figures 7 and
8.Figure 7showschangesinrelativeYoung’smodulusduring
iterations. In this example, the number of layers is ﬁxed and
equal to 5. The initial elasticity value was taken from the pre-
viousstep,wherethenumberoflayerswasequalto4.During
eachiteration,theminimizationoftheerrorfunction(7)was
performed.Regionsofrapidchangeinelasticity(atiterations
5 and 25) correspond to successful global linear prediction
resulting in 5–10 times faster convergence. Figure 8 presents
behavior of relative elasticity of thrombus as the number of
rings is increased. These results illustrate that 30–40 rings
are suﬃcient to describe the blood clot, vessel wall, and sur-
rounding tissue for this particular experimental dataset since
further increase in the number of rings does not change the
ﬁnal result.
Figure 9contrastsrelativeYoung’smodulusproﬁlesalong
the center of the thrombus for one of the animals at 5, 8, and
10 days after the surgery (the proﬁle for 5-day old thrombus
corresponds to results presented in Figures 5–8). Figure 108 International Journal of Biomedical Imaging
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Figure 7: Relative Young’s modulus versus number of iterations for
blood clot approximated using 5 rings or layers. Initial value for it-
erative process was chosen from previous 4-ring model. These par-
ticular results correspond to the data presented in Figures 5 and 6
(an animal with 5-day old thrombus).
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Figure8:ChangesinrelativeYoung’smoduluswithincreasednum-
beroflayersorrings.Theseparticularresultscorrespondtothedata
presented in Figures 5 and 6 (an animal with 5-day old thrombus).
presents the proﬁles of relative Young’s modulus for another
animal with 4-day, 7-day, and 10-day old thrombus. Note
here, that position of vessel walls have changed through time
because of the vessel shrank in process of clot formation
[37, 38].
In this animal model, 3-day to 4-day old thrombus rep-
resents an acute DVT, 6-day to 7-day old thrombus repre-
sents a subacute DVT, and 10-day old thrombus represents a
c hr onicD VT .Therat eofthr ombusgr o wthisdiﬀerentinhu-
mans, but the process of clot formation has the same stages.
As the thrombus develops, its elasticity increases. This is fur-
ther illustrated in Figure 11, where relative Young’s modulus
is plotted as function of time after surgery, that is, age of the
thrombus. Here, the elasticity values were averaged for the
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Figure 9: Young’s modulus proﬁles for 5-day old (acute), 8-day old
(subacute), and 10-day old (chronic) thrombi.
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Figure 10: Young’s modulus proﬁles for 4-day old (acute), 7-day
old (subacute), and 10-day old (chronic) thrombi.
four rats used in our study. Clearly, the relative elasticity of
the clot increases with thrombus age suggesting that Young’s
modulus can be used to age DVT.
The results of in vivo elasticity reconstruction were com-
pared with the results of ex vivo direct elasticity measure-
ments [38]. A total of 59 Sprague-Dawley rats were studied.
On days 3, 6, 10, 12, and 14, the group of animals (9–13 ani-
mals)waseuthanizedforthedirectmeasurementsofYoung’s
modulus of the blood clots. Thrombi were removed from the
dissected IVC and transported immediately to the next roomSalavat R. Aglyamov et al. 9
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Figure 11: The model-based reconstructed values of relative
Young’s modulus of the blood clot during formation and aging of
thrombus.
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Figure 12: The ex vivo direct mechanical measurements of the
Young’s modulus of the blood clot during formation and aging of
thrombus.
for mechanical load-displacement measurements to accu-
ratelyassesstheYoung’smodulusofthethrombi.Speciﬁcally,
the displacement versusforcewasmeasuredwhileatest sam-
ple was subjected to compression. Based on the strain-stress
relationshipandﬁniteelementmodelingoftheclotdeforma-
tion, Young’s modulus of the test sample was estimated. Ini-
tially,thesystemwastestedonrubbercylindricalsamplewith
known elastic properties [38]. The direct ex vivo elasticity
measurements were performed using 15–20% strain range.
Thisrangeapproximatelycorrespondstothestrainlevelused
inultrasoundinvivostudies.InFigure 12,themechanical,ex
vivo measurements of Young’s modulus are plotted as func-
tion of thrombus age.
Figures 11 and 12 demonstrate that the in vivo recon-
struction agrees well with the ex vivo mechanical measure-
ment. The results of direct elasticity estimations and re-
mote assessment of the clot elasticity indicate that a throm-
bus hardens as it matures. Indeed, the Young’s modulus of
thrombi increases over time, and a 10-day old thrombus is
approximately 3–6 times harder than a 3-day old thrombus.
Therefore, the model-based elasticity reconstruction ap-
proach is applicable to an animal model of DVT. Indeed,
thrombus elasticity (Young’s modulus) increases with time
and can be accurately assessed and monitored using quanti-
tative model-based reconstructive elasticity imaging.
5. CONCLUSIONS
The model-based elasticity reconstruction method was de-
velopedtodemonstratethepotentialofultrasound-basedre-
constructive elasticity imaging. The developed model-based
method has several advantages compared to other elastic-
ity reconstruction approaches. The model-based elasticity
reconstruction requires only axial component of the strain
tensor. The minimization procedure in model-based recon-
struction is relatively eﬃcient and stable given the small
number of unknown scalar parameters derived from an an-
alytic solution of the forward elastic problem. Finally, the
model-based reconstruction is not highly sensitive to the
details of external loading. The model-based reconstructive
elasticity imaging was applied to diﬀerentiate liver heman-
gioma and to age deep vein thrombosis. The results of our
studies indicate that the model-based reconstruction ap-
proach is applicable in ultrasound in vivo elasticity imaging
and can provide needed information about biomechanical
properties of tissues.
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